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Certificate No.
IR R ) TAZAIRA

Client
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Address

B AR R L A T B

Description

RS /A UHV=2000A
Model/Type

il 1& 7 PR 7 I L R A TR 7

Manufacturer

IS 2301228
Serial No.

EHEHE. .

Asset No.

B H . 2023 £ 02

Received Date et
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Calibration Date

gy amp P 2023 & 02
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Issue Date
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Approved by

B (EFED % % —?ﬁ;%é

Issued By (Stamp) Inspected by

g w3 (87
Calibrated by = Y

z
o I

g SRR RIRATE R A X RAE TV X 215207%
Address: Room 207, Building 2, Shanghenglang New Industrial Zone, Tongsheng Community, Dalang Street, Longhua District, Shenzhen
ALifi(Tel): 86-0755-88897322 {& B (Fax): 86-0755-88897322

. (Post Code) 518109 M TFHEHE (E-mail) : 2d602j1@163.com B, F4T
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DIRECTIONS OF CALIBRATION
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Certificate No.

| ARERGEELH, BRHRSEHK-

It will be ineffective without certification,and the change of data will be ineffective,too.

2. AEF R HE G5 AR BT RS vERE d A 2

The results of this certificate are only responsible for the item calibrated.

3. RERLIEWHEAME, TFED ZHIFRHEILES.

This certificate shall not be reproduced except in full , without the written approval of our laboratory.

4. AR HE R AR R ST

Reference documents for the Calibration

DL/T 356-2010 = & A e I & A0R: #E L)

5. AR URBHESE A ) E B B AR :

Main Standards of Measurement Used in the Calibration

W & % R % 5 R S I EF5 /A R THERSE
Name of Equipment Serial No. Traceability to Certificate No./Due Date Metrological Charcteristic
et RN e DCG202280213/2023- AC: £1.0% DC:
ZHEfLEE 7 B 4% GD602-0032 IMAREITER 07-31 10, 5%
AR %t CGEL041920225233/20
A 19011 "% %?ﬁ%%&ﬁﬁn LO 0. 05%%
e 23-04-18
i Ry WSP202201139/2023- #i#E: U.,=1.0X10
g it MY40007932 | R y
05-29 . k=2
>
6. RHEMAS ., R
Place and environmental conditions of the calibration
o AOEEE " E: o Sl > EPSMTAES 58  %RH
Place Temperature Relative Humidity :
7. R AL A R A 6] « 12 NA . BIERR AL RIZ KPR IE LR E -
Recalibration interval Months, but the delivery unit should be determined according to the actual use.
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Result of Calibration

IEP%wS:

Certificate No.
H 1 (1 E®
Appearance: Pass

D REPEMAEREEREE R RENE.

FARE (pO) 100 80 60 40 20
i | M SZ4E (pC) 100.2 80.1 60.1 40.0 20.1
WaIE BRSO / / / /
¥ R A E i1 200, T
FRFRE (pC) 100 80 60 40 20
iK1 MRAE (pC) 100.0 80.2 60.0 40.2 20.0
HWEM R (0 / / / / /
¥ R EE U42x10% %732
FRRE (pC) 100 80 60 40 20
I mRE (pC) 100.0 80.0 60.0 40.0 20.0
M3 (BRI (p0) / / / / /
1 RANH 2 U=1.2x107%, £=2
: FHRE (O 100 80 60 40 20
iBiE2 maSE (pC) 100.0 80.1 60.2 40.2 20.2
Wl EEHEN (p0) / / / /
¥R ANH S T Uo=1.2x10%, k=2
FrARIE (pC) 100 80 60 40 20
b BIER M i {E (pC) 100.0 80.2 60.2 40.2 20.1
w2 [EREHRY (p0) / / /. / /
§RAHIE Uw=12x107, k=2
FRFME (pC) 100 80 60 40 20
g2 MRE (pC) 100.1 80.2 60.1 40.1 20.2
M3 BRSO / / / / /
TR Uw=12x10% k=2
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Result of Calibration

:ﬁﬁﬁﬁgﬂ

Certificate No.

i SRR P R AN B R ZE R

e ., miEl i | @i 3

~ 8115 a2 Mgp 9| TRTAER
fi ka2 (pC) 100.0 1 100.0 100.0 b e
ERKF MR (pC) 100.6 100.5 100.6 L

S ImiE2 JHIE2 jHiE?2 s

A 7817 2P e | HFTEE
1 Tk ) 7 100.00 100.00 100. 2
J\ﬁﬁ.({'? fa] [/ (pL.) 00.00 U =12x10%, k=2
ERKFRL (pC) 100.6 100.5 100.7

4. REE R NIRENE:

B i A Wi
=S 3144 a2 gl T | WA
100.0 100.0 100.
1000Hz (pC) 0.0 U =12x10% k=3
50Hz (pC) 90°5 99.6 99.6
L W2 A2 L2 E
" 314 a2t N < PRTEES
100.00 100. 100.00
1000Hz (pC) 0.00 U.=12x10%, k=3
50Hz (pC) 99.8 090.7 99.7

% 7E(Notes):
1 AR A o B4 R A A AR R B S B T L B R £ 95 W i B & [
"Fhe expanded uncertainty is given in the report by the standard uncertainty multiplied by
the probability of about 95% when the factor £ .
JIF 1059.1-2012 S EAHL & EVF € 5=
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurelpent)

€ N=D)
( The below is blank)
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